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ABSTRACT
Background Tumor mutational burden (TMB) is a recently 
proposed predictive biomarker for immunotherapy in solid 
tumors, including non- small cell lung cancer (NSCLC). 
Available assays for TMB determination differ in horizontal 
coverage, gene content and algorithms, leading to 
discrepancies in results, impacting patient selection. A 
harmonization study of TMB assessment with available 
assays in a cohort of patients with NSCLC is urgently 
needed.
Methods We evaluated the TMB assessment obtained 
with two marketed next generation sequencing panels: 
TruSight Oncology 500 (TSO500) and Oncomine 
Tumor Mutation Load (OTML) versus a reference assay 
(Foundation One, FO) in 96 NSCLC samples. Additionally, 
we studied the level of agreement among the three 
methods with respect to PD- L1 expression in tumors, 
checked the level of different immune infiltrates versus 
TMB, and performed an inter- laboratory reproducibility 
study. Finally, adjusted cut- off values were determined.
Results Both panels showed strong agreement with 
FO, with concordance correlation coefficients (CCC) of 
0.933 (95% CI 0.908 to 0.959) for TSO500 and 0.881 
(95% CI 0.840 to 0.922) for OTML. The corresponding 
CCCs were 0.951 (TSO500- FO) and 0.919 (OTML- FO) in 
tumors with <1% of cells expressing PD- L1 (PD- L1<1%; 
N=55), and 0.861 (TSO500- FO) and 0.722 (OTML- FO) 
in tumors with PD- L1≥1% (N=41). Inter- laboratory 
reproducibility analyses showed higher reproducibility 
with TSO500. No significant differences were found in 
terms of immune infiltration versus TMB. Adjusted cut- off 
values corresponding to 10 muts/Mb with FO needed to be 
lowered to 7.847 muts/Mb (TSO500) and 8.380 muts/Mb 
(OTML) to ensure a sensitivity >88%. With these cut- offs, 
the positive predictive value was 78.57% (95% CI 67.82 
to 89.32) and the negative predictive value was 87.50% 
(95% CI 77.25 to 97.75) for TSO500, while for OTML they 
were 73.33% (95% CI 62.14 to 84.52) and 86.11% (95% 
CI 74.81 to 97.41), respectively.
Conclusions Both panels exhibited robust analytical 
performances for TMB assessment, with stronger 

concordances in patients with negative PD- L1 expression. 
TSO500 showed a higher inter- laboratory reproducibility. 
The cut- offs for each assay were lowered to optimal 
overlap with FO.

BACKGROUND
Lung cancer has the leading incidence 
(11.6% of the cases) and mortality (18.4%) 
rates of malignant diseases worldwide.1 Non- 
small cell lung cancer (NSCLC) is the most 
prevalent subtype of lung cancer (85% of 
cases), and most frequently presents at an 
advanced stage. Systemic treatments in this 
setting have evolved, with targeted therapies 
against specific actionable oncogenic alter-
ations in an increasing list of genes, including 
EGFR, ALK and ROS1, among others, now 
being added to chemotherapy.2 However, the 
emergence of resistances in most patients 
highlights the urgency for alternative treat-
ment strategies to be developed.

In recent years, the availability of checkpoint 
inhibitors has had a remarkable impact on 
outcomes in patients with advanced NSCLC. 
Treatment with PD-1/PD- L1 inhibitors as 
single agents or in combination with chemo-
therapy and/or cytotoxic T- lymphocyte- 
associated protein 4 (CTLA-4) inhibitors has 
been particularly successful in pretreated and 
treatment- naïve patients.3–8 However, most of 
the benefit from these strategies is restricted 
to a subset of patients displaying long- term 
survival. At present, patient selection in the 
clinical practice is based on the immunohisto-
chemical determination of PD- L1 expression 
by tumor cells, which presents relevant limita-
tions, particularly when checkpoint inhibitors 
are given in combination.
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These limitations on PD- L1 detection are in part due 
to its expression pattern, influenced by intra- tumoral 
heterogeneity, temporal and topographical inter- tumoral 
heterogeneity, impact of previous treatment lines on its 
expression, the membranous (functional) versus cyto-
plasmic expression and the type of cell expressing it. In 
addition, the preanalytical methods and technology used 
impact on the observed expression due to the instability 
of the epitopes during fixation and tissue handling and 
the different affinities and specificities of the available 
antibodies.3 9–11

In this context, there is an urgent need to find opti-
mized and complementary predictive biomarkers for 
checkpoint blockers.12 In recent years, tumor muta-
tional burden (TMB), defined as the total number of 
mutations per megabase of the tumor genome encoding 
area, has been identified as a promising predictive tool 
in many solid tumors,13–15 including melanoma16 and 
NSCLC,17 18 which present the highest prevalence of 
somatic mutations.19

While whole- exome sequencing (WES) may serve 
as a more exact method to determine TMB, this tech-
nique is nevertheless demanding in terms of coverage, 
turnaround- time and the required quality and amount of 
DNA extracted from formalin- fixed, paraffin- embedded 
(FFPE) tissue. Foundation One (FO) and MSK- Impact20 
are centralized assays based on next generation sequencing 
(NGS) panels approved by the US Food and Drug Admin-
istration (FDA) for this purpose.21–24 Consequently, a 
range of comprehensive genomic profiling assays (CGPs) 
has been developed and made commercially available by 
several companies to facilitate the performing of in- house 
TMB assessments in the clinical practice.20

The different CGPs have numerous differences. The 
most important is the enrichment technology used in 
each case, but also different preanalytical procedures, 
methodology workflows, sequencing technologies, 
recommended depth, horizontal coverage, panel size, 
gene selection, types of mutations detected, sequencing 
platforms and bioinformatic algorithms for TMB deter-
mination. Several studies have evaluated the major 
influence that these factors can exert on precise TMB 
calculations,20 25–28 thereby emphasizing the need for 
standardization studies with the different available 
approaches. In the present study, we present the results 
of the “TMB2 Harmonization Project: Tumor Muta-
tional Burden by Two Methods Balanced.” We have eval-
uated the analytical performance of two distributable 
commercially available panels: TruSight Oncology 500 
(TSO500, Illumina) and Oncomine Tumor Mutation 
Load (OTML, Thermo Fisher) compared with one of the 
above- mentioned reference methods (FO, Roche). The 
most important difference is the enrichment method 
used in each case: TSO500 uses hybrid capture and 
OTML uses an amplicon- based method. Differences in 
the methodologies of these two panels include: (i) that 
TSO500 requires the DNA to be fragmented by soni-
cation previous to library preparation, in order to start 

with an homogeneous and accurate sample size for the 
hybrid capture, whereas OTML requires to treat the DNA 
samples with an uracyl DNA glycosylase enzyme in order 
to reduce possible deamination events during the ampl-
icon generation; and (ii) that TSO500 uses unique molec-
ular identifiers (UMIs) in the library preparation whereas 
OTML does not. Ultimately, the main objective of this 
study is to determine specific TMB cut- off values for each 
panel to guarantee a correct patient stratification, thus 
improving the clinical utility of this biomarker.

METHODS
This section can be found in Online supplemental 
material.

RESULTS
Analytical performance of the novel NGS panels in TMB 
determination
A set of 96 resected early- stage NSCLC tumors in FFPE 
format was used to assess the analytical performance of 
the TSO500 and the OTML panels. The median total 
TMB (TMBtotal, synonymous and non- synonymous muta-
tions) calculated by the TSO500 panel was 8.8 muta-
tions/Mb, spanning a range from 0.8 to 84 muts/Mb. In 
contrast, the median TMBtotal calculated by the OTML 
panel was 9.7 muts/Mb, ranging from 0 to 59.8 muts/
Mb. A linear regression analysis of TMBtotal calculated 
with OTML versus TSO500 is shown in figure 1A, where 
R2=0.8545. A Bland- Altman plot describing agreement 
between the two analytical methods is shown in figure 1B. 
The systematic difference in absolute terms was close 
to zero (0.253 (−12.200; 12.707)), with seven measure-
ments (7.29%) outside of the 95% limits of confidence 
for agreement between OTML and TSO500, showing 
higher values for TSO500. In general, the mean values 
(horizontal axis) between each pair of measurements 
showed higher differences (vertical axis). These differ-
ences were corrected when data were plotted according 
to relative values (figure 1C). The concordance correla-
tion coefficients (CCC) for TSO500 versus OTML was 
0.886 (figure 1D) (95% CI 0.851 to 0.920).

Analytical performance of the NGS panels compared with the 
reference standard method
Total TMB values obtained with FO in the 96 sample set 
had a median value of 10 muts/Mb, spanning a range 
of TMB values from 0 muts/Mb to 74 muts/Mb. Linear 
regression analyses of TMB values calculated with TSO500 
versus those obtained by FO resulted in a R2=0.8775 
(figure 1E), while that for OTML versus FO was R2=0.8119 
(figure 1I). The level of agreement between each pair of 
methods is shown in figure 1F,G,J,K. The systematic differ-
ences were close to zero (0.215 (−10.139; 10.569)), with 
six measurements (6.25%) outside of the 95% limits of 
confidence for agreement between FO and TSO500, and 
0.469 (−11.548; 12.485) with five measurements (5.21%) 
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outside of the 95% limits of confidence for agreement 
between FO and OTML. CCCs were 0.933 (95% CI 0.908 
to 0.959) for FO versus TSO500, and 0.881 (95% CI 0.840 
to 0.922) for FO versus OTML (figure 1H,L). A summary 
of all TMB results with the three panels is provided in 
online supplemental table S1.

TMB concordance within tests in patients grouped according 
to PD-L1 expression
We analyzed the extent of agreement among the tests 
in subgroups of NSCLC samples separated by PD- L1 
expression. Percentages of cells expressing PD- L1 were 
analyzed in patient samples and classified as PD- L1<1% 
(N=55) or PD- L1≥1% (N=41). Correlation analyses of 
tumors with PD- L1 expression<1% (N=55) provided R2 
values of 0.9120 for TSO500 versus FO and 0.8768 for 
OTML versus FO (figure 2A–D). In the group expressing 
PD- L1≥1% (N=41), R2 values of 0.7466 for TSO500 versus 

FO and 0.5735 for OTML versus FO (figure 2E–H) were 
obtained. CCC values of 0.951 (95% CI 0.926 to 0.975) 
for TSO500 versus FO and 0.919 (95% CI 0.882 to 0.956) 
for OTML versus FO (figure 2I and online supplemental 
figure S3) were consistent with the correlation analyses 
in PD- L1<1% tumors. In contrast, in samples expressing 
PD- L1≥1%, a CCC value of 0.861 (95% CI 0.781 to 0.942) 
for TSO500 versus FO was determined compared with 
0.722 (95% CI 0.586 to 0.858) for OTML versus FO 
(figure 2J and online supplemental figure S4). Data for 
the graphs shown and statistical analyses of the differ-
ences in the demographic data between the two groups 
of patients are presented in online supplemental table S2.

Reproducibility analysis: inter-laboratory cross-validation 
studies
To evaluate the inter- laboratory reproducibility of each 
NGS panel, a subset of samples was analyzed using the 

Figure 1 Quantification of the degree of agreement between tumor mutational burden (TMB) determination methods. (A–D) 
Comparison between TruSight Oncology 500 (TSO500) and Oncomine Tumor Mutation Load (OTML). (E–H) Comparison 
between Foundation One (FO) and TSO500. (I–L) Comparison between FO and OTML. (A, E, I) Linear regression analyses 
between methods. (B, F, J) Agreement measurement represented by the difference between the methods against the average 
of both methods (Bland- Altman plots). (C, G, K) Agreement measurement represented by the difference between the methods 
divided by the average %, versus the mean of both methods. Transformation of Bland- Altman plots with a correction that 
allows for easier visualization. (D, H, L) Degree of agreement shown by the average difference, SD, 95% limits of agreement, 
concordance correlation coefficient and 95% CI. TMB was calculated as total (synonymous and non- synonymous mutations 
per megabase of DNA) in a cohort of N=96 early- stage non- small cell lung cancer tumors.
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same test in two different laboratories. Results are shown 
in figure 3 and online supplemental table S3. The concor-
dance was very good for both panels. More robust data 
were obtained for TSO500, with a CCC of 0.987 (95% CI 
0.976 to 0.999) and R2=0.9789, whereas for OTML the 
CCC was 0.851 (95% CI 0.736 to 0.965) and R2=0.7275. Of 
note, the limits of agreement at 95% were much narrower 
for TSO500 (−3.322 to 2.149) than for OTML (−12.231 
to 11.014).

Performance of the NGS panels selecting TMBhigh tumors
We analyzed four different cut- off values to define TMB 
status (high vs low) with FO: 10, 13, 16 and 20 muts/
Mb. We focused in those four cut- off values as they were 
previously used as predictive in different clinical trials (10 
muts/Mb in Checkmate 2277; 13 muts/Mb in Checkmate 
02629; 16 and 20 muts/Mb in the Mystic Trial30). When 
using a cut- off value of 10 muts/Mb, FO categorized 51% 
of patients from the cohort as TMBhigh (≥10 muts/Mb), 
whereas TSO500 and OTML assigned the same status 

to 45.83% and 50% of patients, respectively (figure 4A). 
Among patients identified as TMBhigh by FO, 20.40% 
and 18.40% scored as TMBlow (<10 muts/Mb) with the 
TSO500 and OTML assays, respectively (figure 4B). 
In addition, out of the 47 tumors with TMBlow, 10.60% 
and 17% scored as TMBhigh in the TSO500 and OTML 
assays, respectively (online supplemental figure S5). 
If a higher cut- off point is desired, such as 13, 16 or 20 
muts/Mb, the percentage of patients classified as TMBhigh 
with panel TSO500 or panel OTML would be lower 
than the percentage of patients that would be catego-
rized as TMBhigh by FO (using those same cut- off values; 
figure 4C–E). Consistently, the percentage of patients 
categorized as TMBlow would be higher with TSO500 or 
OTML than with FO (online supplemental figure S5).

Selection of adjusted cut-off points for each NGS panel
To determine the adjusted cut- offs for TSO500 and OTML 
corresponding to TMBs ≥10, 13, 16 and 20 with FO, 
characteristics of the area under the receiver operating 

Figure 2 Quantification of the degree of agreement between tumor mutational burden (TMB) determination methods in non- 
small cell lung cancer (NSCLC) samples categorized by PD- L1 expression. (A, E) Images of NSCLC tumor samples categorized 
by their PD- L1 expression, as detected by immunohistochemistry with anti- PD- L1 22C3 PharmDx antibody. Tumor samples 
were categorized as: PD- L1<1% (A, N=55) or PD- L1≥1% (E, N=41). (B–D, F–H) Correlation plots of the TMBtotal of Oncomine 
Tumor Mutation Load (OTML) versus TruSight Oncology 500 (TSO500) (B,F), TSO500 versus Foundation One (FO) (C, G) and 
OTML versus FO (D,H) for PD- L1- negative and PD- L1- positive groups, respectively, as indicated in the graphs. (I, J) Degree of 
agreement shown by the concordance correlation coefficients based on three comparisons for each group of tumors. Bland- 
Altman plots and other parameters such as average difference, SD, 95% limits of agreement, and 95% CI of the CCCs are 
shown in online supplemental figures 3 and 4. Scale bar represents 100 µm.
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characteristic (ROC) curve were calculated (figure 5). 
The discriminatory capacities of TSO500 and OTML tests 
with respect to a FO value of TMB ≥10 were 0.90 (95% CI 
0.83 to 0.97; figure 5A) and 0.89 (95% CI 0.83 to 0.96; 
figure 5B), respectively (p value=0.8398). Similarly, no 
significant differences between the discriminatory capaci-
ties of TSO500 and OTML with respect to FO were found 
for TMB≥13 (p value=0.8625), TMB≥16 (p value=0.2284) 
or TMB≥20 (p value=0.2308) (figure 5C–H and online 
supplemental table S4).

Table 1 shows the adjusted cut- off values calculated 
for both TSO500 and OTML, corresponding to cut- off 
points of 10, 13, 16 and 20 muts/Mb for the FO assay. 
These values represent a compromise between maximum 
sensitivity (>88%) and specificity obtained from the ROC 
curves. A comprehensive list of continuous values for 
both tests, analyzed in relation to each of the desired cut- 
off points by FO (10, 13, 16 and 20 muts/Mb), including 
sensitivity, specificity, positive predictive value (PPV) and 
negative predictive value (NPV) for each point are shown 
in online supplemental table S4. Cut- off points that 
guarantee a sensitivity >88% corresponding to 10 muts/
Mb by FO would be 7.847 (for TSO500) and 8.380 (for 
OTML), corresponding to 13 muts/Mb by FO would be 
9.434 (for TSO500) and 9.240 (for OTML), respectively, 
corresponding to 16 muts/Mb by FO would be 10.995 
and 10.90 and for 20 muts/Mb by FO would be 13.842 
and 11.73, respectively.

Degree of immune infiltration in tumors with different TMBs
At last, we wanted to analyze the presence of different 
immune infiltrates in the tumors with respect to their 
mutation burden. For that, we stained four additional 
slides of each of the 96 tumors with markers for four 
different populations of immune infiltrates: CD4+ T cells, 
CD8+ T cells, CD20+ B cells and CD68+ macrophage/
monocytic populations. We did not find significant differ-
ences that indicated a correlation between higher TMB 
and higher or lower immune infiltration of these four 
cell categories. However, we found a trend indicating that 
CD4+ T cells tend to be more infiltrated in the tumors 
with lower TMB, and CD68+ macrophage/monocytic 
populations tend to concentrate in tumors with higher 
TMB. The results are shown in online supplemental 
figure S6 and table S5.

DISCUSSION
The calculation of TMB as a guiding biomarker for 
treatment with checkpoint inhibitors in clinical practice 
largely lies in the implementation of NGS gene panels. In 
this work, we used a cohort of 96 NSCLC samples to deter-
mine the technical performance of TSO500 and OTML 
assays in comparison to a reference standard method 
(FO). We verified an adequate degree of agreement 
among the methods, with concordance values tending to 
be higher for tumors expressing lower levels of PD- L1. 

Figure 3 Inter- laboratory reproducibility tests for TruSight Oncology 500 (TSO500) and Oncomine Tumor Mutation Load 
(OTML) assays. Inter- laboratory cross- validation analyses were performed on a proportion ~25% of the sample cohort. Each 
test used the same set of input DNAs in parallel, was assessed by different operators, and in two distinct hospitals. (A–D) 
TSO500 was tested in parallel on the same 21 DNA samples in Hospital Ramón y Cajal (Institution 3) and Hospital 12 de 
Octubre (Institution 1). (E–H) OTML was assessed in parallel on the same 23 DNA samples in Hospital 12 de Octubre (Institution 
1) and Hospital HM Sanchinarro (Institution 2). (A, E) Linear regression plots for each of the tests: TSO500 (A) and OTML (E). 
(B, F) Bland- Altman plots showing differences between the methods versus the average of both methods. (C, G) Bland- Altman 
plots showing differences between the methods divided by the average %, versus the average of both methods. (D, H) Degree 
of agreement shown by the average difference, SD, 95% limits of agreement, concordance correlation coefficient and 95% CI. 
TMB, tumor mutational burden.
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We provided a range of cut- off values for both TSO500 
and OTML corresponding to different levels of TMB that 
have been of interest in previous immuno- oncology trials 
in NSCLC, and estimated their sensitivities, specificities, 
PPVs and NPVs.

Immunotherapy with checkpoint inhibitors has 
impacted treatment outcomes in many solid tumors, 
including lung cancer.4 31 32 However, up to 60%–80% 
of patients with advanced NSCLC will not benefit to any 
significant extent from PD-1/PD- L1 inhibitors.5 31 33 34 
The only clinically validated biomarker in this context is 

the tumor expression of PD- L1, as measured by immu-
nohistochemistry, and its predictive capacity is far from 
optimal, particularly when PD-1/PD- L1 inhibitors are 
combined with chemotherapy, radiotherapy or CTLA-4 
inhibitors.6 7 33 35–37 The role of TMB in this context is 
unclear, as the survival benefit with ipilimumab plus 
nivolumab over chemotherapy in the Checkmate 227 
trial—the only trial performed in this setting that had 
patients selected for a primary end- point on the basis of 
tumor TMB (≥10/Mb)—was independent of the TMB 
scores, even though TMB was predictive of objective 

Figure 4 Visual distribution of tumor mutational burden (TMB) values obtained with TruSight Oncology 500 (TSO500) or 
Oncomine Tumor Mutation Load (OTML) for samples categorized as TMBhigh with Foundation One (FO), using different cut- off 
values. (A) Summary of the percentage of patients from the study cohort (N=96) that would be categorized as TMBhigh using 
four different cut- off values for the two panels versus FO. Care should be exercised interpreting the data, as the percentages 
are similar; patients included in the high or med/low categories are interchangeable between the tests if the same cut- offs 
are used. (B–E) Samples were selected in the TMBhigh category based on their total TMB value obtained with FO test and 
selected according to the four different cut- offs: TMBtotal ≥10 (B, N=49), ≥13 (C, N=34), ≥16 (D, N=27) or ≥20 (E, N=17) muts/
Mb, respectively. Only samples above the selected threshold by FO (samples in pink) are likewise plotted in the same graph 
for TSO500 and OTML. TMB values obtained with TSO500 (green) and OTML (blue) are shown. Several patients that are 
categorized as TMBhigh according to the standard method would have been missed with TSO500 and/or OTML if the same cut- 
off value was maintained. Some adjustments were necessary to increase the sensitivity of the tests.
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Figure 5 Evaluation of the sensitivity, specificity, positive predictive value and negative predictive value of the tests. Receiver 
operating characteristic (ROC) curves for the TruSight Oncology 500 (TSO500) versus Foundation One (FO) (A, C, E, G) and 
Oncomine Tumor Mutation Load (OTML) versus FO (B, D, F, H) comparisons are shown. Graphs were plotted by selecting four 
different high tumor mutational burden (TMBhigh) cut- off values for the FO test: TMBtotal ≥10 muts/Mb (A, B, N=49), ≥13 muts/Mb 
(C, D, N=34), ≥16 muts/Mb (E, F, N=27) or ≥20 muts/Mb (G, H, n=17). Assuming that FO is the reference test, values above the 
selected cut- off in each case are positives and values under the selected cut- off are negatives. The behavior of the panel under 
evaluation is then observed in a continuous model. Areas under the curve (AUC) are shown for each graph. The four theoretical 
cut- off values are indicated in the eight different graphs. Empirical cut- off values have been statistically obtained, as well as the 
adjusted cut- off values for each panel that are proposed to be equivalent to the four different cut- off values for FO. Complete 
datasets are available in online supplemental table S4.

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jitc.bm

j.com
/

J Im
m

unother C
ancer: first published as 10.1136/jitc-2020-001904 on 7 M

ay 2021. D
ow

nloaded from
 

https://dx.doi.org/10.1136/jitc-2020-001904
http://jitc.bmj.com/


8 Ramos- Paradas J, et al. J Immunother Cancer 2021;9:e001904. doi:10.1136/jitc-2020-001904

Open access 

response rate and progression free survival.37 Relevantly, 
TMB may also be predictive of overall survival benefit 
for high PD- L1 expression patients when treated with 
pembrolizumab as single agent.38 However, TMB may not 
be predictive of survival when pembrolizumab is adminis-
tered in combination with chemotherapy.39 Other studies 
demonstrated that using higher TMB values, the selection 
of patients was more accurate in predicting the greatest 
benefit from therapy.30 Of note, recently the US FDA 
approved pembrolizumab for the treatment of adult and 
pediatric patients with unresectable or metastatic solid 
tumors with tissue TMB- high (TMB- H; ≥10 mutations/
megabase), as determined by an FDA- approved test, who 
have progressed following prior treatment and have no 
satisfactory alternative treatment options.40

Calculation of the TMB by WES is highly time- 
consuming, making it less feasible to guarantee an 
appropriate turnaround time in the clinical practice. 
Several NGS panels with predictive capacity in the clinic 
are currently approved by the FDA for the determina-
tion of TMB: FO, F1CDx, MSK Impact, Omics Core and 
PGDx elio tissue complete.22–24 41 42 Recently, several 
biotech companies specializing in NGS have released 
their own panels for TMB determination from tumor 
tissue samples.20 Their agreement with the gold standard 
method (WES) or with approved large panels able to 
estimate the TMB -such as FO- are currently being inde-
pendently analyzed in large cohorts of clinical samples.43 
This is one of the first harmonization studies of TMB 
determination, in which we evaluated 96 clinical NSCLC 
samples. There was a high correlation among the overall 
TMB values obtained with the three different NGS panels 
analyzed (FO- TSO500 R2=0.8775; FO- OTML R2=0.8119; 
TSO500- OTML R2=0.8545). More importantly, the actual 
values obtained with each method were highly concor-
dant as reflected by their CCCs (ie, there was a high 
correlation among the overall TMB values obtained with 
the three different NGS panels analyzed (FO- TSO500 
CCC=0.933; FO- OTML CCC=0.881; TSO500- OTML 
CCC=0.886)). We have noticed a few deviations such as 

a small percentage of samples that show higher values of 
TMB with TSO500 than with OTML (figure 1B, 5% of 
samples outside of the limits of confidence). Those six 
samples have specific genes frequently mutated that, in 
a high percentage (52%), are not included in the design 
of the OTML panel, but they are included in the design 
of the TSO500. That can slightly change the total TMB 
number calculated with one panel versus another. These 
results are providing numeric proof that gene content 
is as important as horizontal coverage in the design of 
NGS panels for TMB determination, a concept in contin-
uous open discussion in the field. This is the main reason 
why cut- offs need to be optimized and adjusted for each 
different panel.

The need for standardization and harmonization of 
TMB assessments across the available methodologies is 
obvious owing to their inherent differences in megabases 
of exonic coverage, selection of genes under study (some 
genes have hotspots that are more prone to mutate than 
others, and each panel has a different gene content), 
amplification and library generation technologies, pres-
ence or absence of UMIs, sequencing technology, and 
TMB calculation algorithm (including the method of 
correction for deaminations caused by formalin fixation, 
as well as the reading depth), among others. Count-
less efforts have been made to address this common 
goal.27 44 Some studies approached the TMB harmoni-
zation from an in silico perspective45 or with relatively 
reduced cohorts,46 while other studies have overcome the 
cohort size difficulties but still lack certain critical evalua-
tions such as the definition of specific TMB cut- offs equiv-
alent to those established with the reference method47 or 
inter- laboratory reproducibility assays.43 Apart from the 
present study, two other broad studies of TMB standard-
ization have been carried out: one by Friends of Cancer 
Research and other by Quality in Pathology (QuIP) 
study investigators. In the first case, a first phase of the 
study analyzed data from The Cancer Genome Atlas with 
WES and 11 simulated NGS panels in order to create a 
calibration and validation set for TMB calculation. The 

Table 1 Adjusted cut- offs calculated for TSO500 and OTML tests, equivalent to different cut- off points for the FO reference 
standard

Reference variable FO≥10 muts/Mb FO≥13 muts/Mb FO≥16 muts/Mb FO≥20 muts/Mb

Classification variable TSO500 OTML TSO500 OTML TSO500 OTML TSO500 OTML

Adjusted cut- off point with sensitivity >88% 7.847 8.380 9.434 9.240 10.995 10.900 13.842 11.730

Sensitivity at cut- off point (%) 89.90 89.90 88.24 88.24 88.89 88.89 88.24 88.24

Specificity at cut- off point (%) 74.47 65.96 74.19 61.29 82.61 72.46 87.34 65.82

Positive predictive value at cut- off point (%) 78.57 73.33 65.22 55.56 66.67 55.81 60.00 35.71

Negative predictive value at cut- off point (%) 87.50 86.11 92.00 90.48 95.00 94.34 97.18 96.30

Cut- off points of 10, 13, 16 and 20 muts/Mb were selected for FO, and the performance of the two next generation sequencing tests was 
evaluated by continuously interrogating the sensitivity and specificity at each point, as well as positive and negative predictive values, to 
discern high tumor mutational burden versus med/low tumors compared with FO. We selected as adjusted the points that offer maximum 
sensitivities (>88%) and negative predictive values for each test and for each equivalent cut- off value for the FO test. Adjusted cut- off values 
were lower than those for FO. The complete set of values is shown in online supplemental table S4.
FO, Foundation One; OTML, Oncomine Tumor Mutation Load; TSO500, TruSight Oncology 500.
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performance of this validation set was evaluated in a 
second phase of the study with 25 FFPE samples.48 49 In 
the QuIP initiative, 20 FFPE samples were evaluated in 
15 participating institutions, each of which assessed six 
panels. Specific TMB cut- offs were defined corresponding 
to 199 mutations determined by WES, and equivalent to 
10 mutations per megabase as determined by FO.50 For 
most of the panels evaluated, including TSO500, the 
calculated TMB cut- offs were in the range of 9.4 to 11.5 
muts/Mb. Among the exceptions, OTML cut- offs were 
7.8–7.9, depending on the regression methodology used.

It was relevant to us to evaluate that the performance 
of the tests was still robust in the population of PD- L1 
positives, compared to the general population. That is 
the specific population of patients with NSCLC for which 
the FDA has approved the use of pembrolizumab (anti- 
PD-1). Indeed, exploratory analysis of the Keynote 042 
trial suggests that among patients with tumors expressing 
PD- L1 in ≥50% of cells, only those whose TMB was higher 
than the median exhibited any therapeutic benefit 
with PD-1/PD- L1 inhibitors as compared to chemo-
therapy.38 We consider particularly relevant to analyze 
the agreement of the three methods in the two separated 
subgroups, because the PD- L1 positive patients are the 
ones in which the TMB evaluation will have putative clin-
ical utility. The results in our cohort of 96 patients seem 
to indicate that the higher the PD- L1 the lower the TMB. 
Moreover, linear regression values were stronger in the 
PD- L1- negative tumors, with a N of 55 samples, than in 
PD- L1- positive tumors, with a N of 41 samples.

One of the best attributes of TMB as a biomarker is its 
ease of quantification on a continuous scale. However, 
biomarkers in the clinic are frequently used in a binary 
fashion (eg, high or low). When this was done with TMB, 
regardless of the cut- off point used to define high and low, 
we found that a significant number of patients (around 
one third) are misclassified as compared to the reference 
test using the same threshold. In fact, when we analyzed 
the ROC curves, it could be appreciated that for any cut- 
off with the FO panel, the corresponding cut- off point 
with the TSO500 panel needed to be lowered, and even 
more so with the OTML panel. We have thus obtained 
here a set of empirical, adjusted cut- off values—repre-
senting reasonable compromises between acceptable 
sensitivity and specificity—for a variety of different cut- 
off points from the FO panel that have been pursued in 
different clinical scenarios. Indeed, the cut- point of TMB 
for patient selection might depend on the treatment 
context including line of therapy (first line or salvage 
treatment), specific therapy (single agent immunotherapy 
or in combination with chemotherapy or radiotherapy), 
stage of disease (adjuvant setting, stage III or metastatic 
disease) and further research in this area is warranted. 
We have selected in this study four relevant cut- off values 
in lung cancer that were previously used as predictive in 
different clinical trials: 10 muts/Mb (Checkmate 2277); 
13 muts/Mb (Checkmate 02629); 16 and 20 muts/Mb 
(Mystic Trial30). We have also provided cut- off values for 

the novel tests that would increase sensitivity (reducing 
the false negative rate) in relation to the FO test, always 
taking into account the concurrent effect on increasing 
the false positive rate. However, it must be mentioned 
that other small studies obtained different cut- off values 
for TSO500 when compared with FO.43 Efforts to stan-
dardize the cut- off for a TMB high population across 
platforms may be influenced by several factors, including 
cohort specific effects, preanalytical differences in tissue 
processing, and the statistical approaches utilized to select 
the appropriate threshold, which may lead to differences 
across studies.

We were also interested here in determining the repro-
ducibility of each test when used in different hospital 
laboratories by different operators. When around one 
quarter of the sample cohort was studied with TSO500 
and OTML in two paired institutions, the outcomes 
for both assays were highly reproducible. To this end, 
TSO500 was found to be more robust, with a R2 of 
0.9789 and a CCC of 0.987 (N=21) compared with a R2 
of 0.7275 and a CCC of 0.851 for OTML (N=23). The 
TSO500 panel is a hybrid capture panel, not amplicon- 
based, thereby resulting in a lower number of artifacts 
which may account for its better reproducibility. TSO500 
uses UMIs, which avoids artifacts caused by errors in the 
polymerase and also by incorrect interpretation of deam-
ination, because each of the original DNA strands are 
specifically labeled with a barcode that distinguishes orig-
inal mutations from mutations that appear during the 
library preparation. Furthermore, the pipeline analysis 
included an automatic algorithm that corrects for deam-
inations occurring as a consequence of the formalin 
fixation of the tissue in the case of the TSO500 assay. 
In contrast, when using the OTML assay, the operator 
must manually correct cases of high deamination as per 
the manufacturer’s guidelines. Therefore, an obvious 
conclusion is that, in order to use the OTML panel for 
TMB determination across laboratories, it is essential to 
standardize the processing criteria when testing samples 
with high deaminations.

At last, we evaluated the degree of infiltration of 
different immune populations (CD8+ T cells, CD4+ T 
cells, B cells and macrophages) with respect to the TMB 
of each tumor. We observed that none of the four popula-
tions seem to correlate with the TMB with statistical signif-
icance, although the infiltration with CD4+ T cells shows 
a trend of higher accumulation in tumors with lower 
TMB and less presence in tumors with higher TMB, and 
CD68+ macrophages seem to present the opposite trend 
where more macrophages are infiltrated in tumors with 
higher TMB. It is feasible to hypothesize that, in the case 
of macrophages, they would be called to the tumors that 
harbor more mutations and resultant antigens. In the 
case of the CD4+ T cells, it would depend on the specific 
cell subtypes of cells that are being recruited to the tumor. 
Therefore, further investigation regarding the determi-
nation of specific cell subtypes (regulatory vs active CD4+ 
T cells, M1 vs M2 macrophages) will be needed.
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In conclusion, our work presents a comprehensive 
harmonization study for TMB determination using the 
TSO500 and OTML panels versus the FO reference stan-
dard method. Our results obtained on FFPE tumor tissues 
from a cohort of 96 patients are empirical and not in silico. 
The results are satisfactory, and both tests on the FFPE 
samples performed very well both analytically and clinically. 
Bland- Altman analyses demonstrated good concordance 
between both tests and the FO reference standard. For the 
specific characteristics of our study, we described in detail 
that in order to appropriately select TMBhigh patients and 
not overlook any putative candidates for therapy, the cut- offs 
needed to be lowered compared to those selected for FO. 
The fact that cut- offs in FO resulted higher than for TSO500 
and OTML could indicate that the selection of genes that 
are included in FO are more prone to be mutated than the 
selection of genes included in the other two panels. Or that 
the algorithm that FO introduces to discriminate deami-
nation artifacts due to formalin fixation of the samples is 
better optimized. Moreover, we determined the adjusted 
cut- offs for different sensitivities and specificities, equivalent 
to four different FO cut- off points: 10, 13, 16 and 20 muts/
Mb. The results should thus serve as a highly valuable tool 
for laboratories and hospitals to select appropriate cut- offs 
when using these two panels, providing information about 
different empirical values of specificity and sensitivity, and 
thus facilitating patient selection. Moreover, we have studied 
the reproducibility of both tests from an inter- laboratory 
perspective, and the behavior of the tests in two different 
groups of tumors based on their different PD- L1 expression 
levels. These findings should have an immediate impact on 
clinical practice and in the personalized management of 
patients with lung cancer.
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Online Supplemental Material 1 

 2 

SUPPLEMENTAL METHODS 3 

 4 

NSCLC samples and patient cohort 5 

A cohort of 110 resected early stage NSCLC tumors was gathered. After resection, tumor 6 

samples were formalin-fixed and paraffin-embedded (FFPE) and stored in the Pathology 7 

Department of 12 de Octubre University Hospital, under signed agreed consent. Protocol 8 

was approved by the Ethics Committee of the Hospital 12 de Octubre with identification 9 

number #18/385. However, out of the 110 samples, only 96 fulfilled the quality 10 

requirements for the three panels (FO, TSO500 and OTML). A flowchart of the study is 11 

shown in the Supplemental Figure S1. Clinical and demographic information of the 12 

patient cohort can be found in the Supplemental Table S6, including a comparison of 13 

the demographic characteristics between the TMBhigh and TMBmed/low groups of patients, 14 

as determined by FO using a cutoff of 10 mutations/Megabase. 15 

 16 

DNA extraction, quantification and quality measurement 17 

For every sample of the cohort (N=110), 10 sections of 4 m of FFPE tissue were 18 

subjected to DNA extraction. FFPE tissue deparaffination was performed with mineral 19 

oil. DNA extraction was carried out with the QIAmp DNA FFPE Tissue kit (#56404, 20 

QIAgen). Quantification was performed by fluorometry with the Qubit dsDNA HS (High 21 

Sensitivity) Assay Kit (#Q32854, Invitrogen). After DNA extraction and quantification, 22 

DNA quality was evaluated using the FFPE QC kit (#15013664, Illumina) by comparing 23 

the amplification efficiency versus a fresh control tissue provided by the manufacturer. 24 

The IQ SYBR Green Supermix (#170-8880, BioRad) was used to perform the 25 
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 2

amplification reaction. All DNA extractions, quantifications and quality evaluations were 26 

performed at 12 de Octubre University Hospital by the same person in order to avoid bias. 27 

Afterwards, DNA samples were shipped to HM Sanchinarro for Oncomine TML library 28 

preparation and sequencing, as well as to Hospital Ramón y Cajal for inter-laboratory 29 

cross-validations. Characteristics of the NGS panels selected for the study are found in 30 

Supplemental Table S7. Information regarding DNA concentration and quality can be 31 

found in Supplemental Table S8. 32 

 33 

TMB assessment with the Reference Standard Method 34 

Comprehensive genomic profiling was performed using the Foundation One Assay and 35 

the Foundation One CDx Assay (Cambridge, MA) as the reference standard method in 36 

our harmonization study. Foundation One CDx has been clinically validated (based on 37 

demonstrated concordance with cobas® EGFR mutation test, Ventana ALK (D5F3) CDx 38 

Assay, Vysis ALK Break-Apart FISH Probe Kit, therascreen® KRAS RGQ PCR Kit, 39 

Dako HER2 FISH PharmDx® Kit, cobas® BRAF V600 Mutation Test, THxID® BRAF 40 

kit) and analytically validated – with 9x more samples and cell lines validated for 41 

FoundationOne CDx as compared with FoundationOne, which is analytically validated[1, 42 

2].  From now on, we will refer to these two assays as Foundation One (FO). For the 43 

whole cohort (N=110), 14 slides of 4 µm from FFPE blocks were sent to Roche FMI 44 

(Penzberg, Germany) through its Spanish distributor Roche Pharma S.A, to perform the 45 

Foundation One Assay. For each tumor, an hematoxilin-eosin stained slide was used to 46 

determine histology, tumor cellularity and pathologic diagnosis. DNA extraction was 47 

only performed in samples with >20% tumor cellularity. The average tumor cellularity of 48 

our cohort was 74% (Supplemental Table S8). For library generation, hybridization-49 

capture of exonic regions from 315 cancer-related genes and selected introns from 36 50 
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genes commonly rearranged in cancer (with a total number of studied genes of 324) was 51 

applied to 50-200 ng of DNA extracted from FFPE clinical cancer specimens. Libraries 52 

were sequenced to high, uniform median coverage (>500X) and assessed for base 53 

substitutions, short insertions and deletions, copy number alterations, gene 54 

fusions/rearrangements and ultimately, determination of total Tumor Mutational Burden. 55 

From the 110 samples sent to Foundation One Medicine Inc., 6 did not meet the quality 56 

requirements of the test and Tumor Mutational Burden could not be determined. 57 

Therefore, the Foundation One Assay was performed successfully for N=104 samples. 58 

Half of the evaluated samples were described with the Foundation One Assay and the 59 

other half was described with the Foundation One CDx Assay. An analytical comparison 60 

between FO and F1CDx was performed to guarantee that the Tumor Mutational Burden 61 

was properly determined independently of the assay version. This comparison is shown 62 

in Supplemental Figure S2. 63 

 64 

In-house NGS libraries preparation and sequencing 65 

Illumina TruSight Oncology 500 (TSO500). TSO500 was performed under an Early 66 

Access Agreement. 104 patients were sequenced with TSO500. Four samples with an 67 

unsuccessful report with FO had already been described with the TSO500 and were 68 

excluded of subsequent analyses. Therefore, the total number of valid samples described 69 

with TSO500 was 100. TSO500 targets 523 cancer-relevant genes with a coverage of 1,94 70 

Mb, surpassing requirements to calculate TMB[3]. Libraries were prepared following the 71 

manufacturer instructions. Briefly, DNA was sheared with a M-220 Ultrasonicator 72 

(Covaris). Total DNA input used was 40/60 ng in a total volume of 52 µl (DNA 73 

fragmentation concentration = 0,76/1,15 ng/µl, respectively). Samples were fragmented 74 

with the use of microTUBEs – 50 AFA Fiber Screw Cap (#520166, Covaris) and AFA-75 
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Grade Water (#520101, Covaris). The following Covaris settings were used in order to 76 

perform the DNA fragmentation:  77 

Holder   M220 Holder XTU (PN 500414) 78 

Insert   M220 Holder XTU Insert microTUBE 50 µl (PN 500488) 79 

Peak power  75 W 80 

Duty factor  15 % 81 

Cycles / burst  1000 82 

Time of treatment  360 seconds 83 

Temperature  20.0 Cº 84 

To assure an optimal DNA fragmentation, sheared DNA fragments were evaluated with 85 

the High Sensitivity DNA Kit (#5067-4626, Agilent) in a Bioanalyzer equipment 86 

(Agilent), evaluating the peak size of the generated fragments. Next, an end repair and A-87 

tailing to convert the 5’ and 3’ overhangs resulting from the DNA fragmentation into 88 

blunt ends was performed. The 3’ to 5’ exonuclease activity removed the 3’ overhangs 89 

and the 5’ to 3’ polymerase activity filled in the 5’ overhangs. The 3’ ends became A-90 

tailed during this reaction in order to prevent unwanted ligations. Following, it was carried 91 

out the adapter ligation, featuring the addition of Unique Molecular Indexes (UMIs) in 92 

order to identify unique molecules. After removing the excess of ligation reagents, each 93 

sample was indexed to identify each sequence during sequencing subsequent steps. Once 94 

DNA libraries were generated, the enrichment steps were performed. First, a 95 

hybridization-capture step (twice) was carried out, in which a pool of oligos specific to 96 

523 genes hybridized to the prepared DNA libraries, which were later captured with the 97 

use of biotin probes that connected to streptavidin magnetic beads. Once the regions of 98 

interest were enriched, they were amplified. Following, libraries were quantified with the 99 

Qubit dsDNA HS Assay Kit (#Q32854, Invitrogen). A library concentration of at least 3 100 
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ng/µl was required to achieve an efficient bead-based library normalization. Quality 101 

control and library preparation details are shown in the Supplemental Table S8. 102 

Sequencing was carried out in a NextSeq 500 with the NextSeq 500/550 High Output Kit 103 

v2.5 reagents, using 300 cycles (High Output kit #20024908, Illumina). PhiX control V3 104 

(#15017666, Illumina) was used as a sequencing control. 105 

 106 

Oncomine Tumor Mutation Load Assay (TML) - 104 patients were sequenced with 107 

OTML. Four samples were excluded due to high deamination. Therefore, the total 108 

number of valid sequenced samples with OTML was 100. OTML targets 409 genes with 109 

a coverage of 1,65 Mb, again outperforming established requirements defined for TMB 110 

calculation. For library generation, 20 ng of DNA were used for the Oncomine™ Tumor 111 

Mutation Load Assay- Chef ready library preparation kit (Thermo Fisher Scientific 112 

A37910). Briefly, DNA was treated with 1 unit of Uracil-DNA Glycosylase (UDG) 113 

enzyme (Thermo Fisher Scientific 78310100UN) for 2 minutes at 37Cº followed by 10 114 

minutes of heat inactivation at 50Cº. Treated DNA was diluted until 0.67 ng/ul and placed 115 

into an IonCode™ 96 Well PCR Plate (eight samples per plate). Library preparation was 116 

performed in the Ion Chef System with the following settings: 16 minutes of 117 

annealing/extension and 16 cycles. 118 

Barcoded libraries were quantified with the Ion Library TaqMan® Quantitation Kit. 119 

According to kit instructions, each sample (including the standard and the negative 120 

control) was analysed in duplicate reactions and equal amounts of each library were 121 

combined before template preparation. As recommended for the Ion 540™ Chip, 8 122 

libraries were combined at 33pM. Templating was done with the Ion Chef System and 123 

the chips were sequenced on the Ion S5 Sequencer. Quality control and library preparation 124 

details are shown in the Supplemental Table S8 125 
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 126 

Sample size of the study 127 

Samples that surpassed quality requirements and were successfully analyzed with each of 128 

the assays are included in Supplemental Table S1. Due to several factors, explained on 129 

Supplemental Figure S1 and Supplemental Table S1, the harmonization study was 130 

performed among the three panels with a final number of 96 samples. 131 

 132 

Sequencing data analysis and TMB calculation 133 

Illumina TruSight Oncology 500 (TSO500)- The bioinformatic analysis of the TSO500 134 

sequencing data was performed with a DELL EMC Poweredge T640 server provided by 135 

Illumina. BCL files were transferred from the NextSeq 500 to the server. Then, an 136 

algorithm developed by Illumina (pipeline version 1.3.0.39) was utilized, receiving as a 137 

result an individual file per sample containing the TMB value (both Total and Non-138 

Synonymous), the number of passing eligible variants, the number of passing eligible non 139 

synonymous variants and Microsatellite Instability data. 140 

 141 

Oncomine Tumor Mutation Load Assay (OTML)- The bioinformatic analysis of the 142 

OTML sequencing data was performed with the Ion Reporter™ Software 5.10 analysis 143 

workflow. An average of 77 to 80 million reads were obtained for each chip, giving a 144 

mean coverage depth of 550X. With Ion Reporter™ Software 5.10 the automatic variant 145 

calling was carried out, applying a filter of a minimum of 5% allelic frequency and 60x 146 

coverage depth. For samples with a high estimation of Single Nucleotide Polymorphism 147 

(SNP) proportion (>20) consistent with deamination (C to T) the filter was increased to 148 

10% allelic frequency. With these parameters adjusted, TMB was calculated as the total 149 

number of somatic mutations, synonymous and non-synonymous, divided by the number 150 
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of exonic bases with sufficient coverage and multiplied by 106 to obtain it per Megabase. 151 

If TMB was higher than 25 then it was necessary to introduce a correction element 152 

multiplying by a calibration factor (calibration slope + 25). 153 

 154 

PD-L1 Immunohistochemistry (IHC) and scoring 155 

FFPE sections were stained with anti-PD-L1 22C3 mouse monoclonal primary antibody 156 

by utilizing the EnVision FLEX visualization system on a Dako Autostainer Link 48 157 

system with negative control reagents and cell line run controls as described in the PD-158 

L1 IHC 22C3 pharmDx package insert[4]. Two comparison groups were selected based 159 

on PD-L1 expression: PD-L1<1% (N=55) versus PDL1 ≥1% (N=41).Results of the TMB 160 

values obtained for each group and demographic comparisons among the groups are 161 

shown in Supplemental Table S2. 162 

 163 

Inter-laboratory comparison 164 

A total of three institutions participated in the study to perform the comprehensive 165 

genomic profiling with TSO500 and OTML and to carry out inter-center reproducibility 166 

assays of the panels used. TruSight Oncology 500 panel (TSO500 Illumina) was 167 

performed at the i+12 Research Institute / 12 de Octubre University Hospital (Institution 168 

1), under an Illumina Early Access Agreement. Oncomine Tumor Mutational Load 169 

(OTML, Thermo Fisher) panel was performed in HM Sanchinarro University Hospital 170 

(Institution 2). For the inter-institutional cross-validations, 25% of samples were cross-171 

evaluated by a different institution. Cross-validation of the Oncomine TML panel was 172 

performed at the imas12 Research Institute / University Hospital 12 de Octubre. Cross-173 

validation of TSO500 was carried out at Ramón y Cajal University Hospital (Institution 174 

3). Details are shown in Supplemental Table S3. 175 
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 176 

Statistical Analyses 177 

All graph and results were generated using Stata 16 software[5]. The concord[6]kappa, 178 

cutpt[7]and rocregplot packages were used. Measurements of agreement among the three 179 

methods were evaluated using the concordance correlation coefficient[8, 9]. The 180 

concordance correlation coefficient combines measures of both precision and accuracy to 181 

determine how far the observed data deviate from the line of perfect concordance (that is, 182 

the line at 45 degrees on a square scatterplot). The bias between two methods was 183 

estimated with the mean of the difference between the two measurements per subject. The 184 

95% limits of agreement[10]were constructed with the size of difference, bias, and the 185 

standard deviation of the differences. The relationship between difference and mean was 186 

plotted in terms absolute (difference between measures for each subject) and relative 187 

(difference between measures divide by mean of measures for each subject) with the 188 

limits of agreement. Using the cutpoint values of 10, 13, 16 and 20 for the three methods, 189 

the agreement between dichotomy measures was estimated using the kappa statistic with 190 

95% confidence intervals. The ability discriminatory of each method (TSO500 and 191 

OTML), with respect to FO method, reference assay, was studied using the area under 192 

the receiver operating characteristic curve (ROC). The decision thresholds were displayed 193 

on the ROC plot and the adjusted cutpoint[11] was estimated for each method. The 194 

sensitivity, specificity, positive and negative predictive values, positive and negative 195 

likelihood ratios, and accuracy were estimated to characterize the different cut-off points. 196 

Details are shown in Supplemental Table S4. 197 

 198 

Immune markers immunohistochemistry (IHC), scoring and statistical analysis 199 
 200 
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Formalin-fixed paraffin-embedded (FFPE) tumor samples were sectioned at 3,5 µm and 201 

mounted in BOND Plus Slides (#S21.2112.A, Leica). The protocol consisted on epitope 202 

retrieval and staining (antibody incubation, peroxide block, post primary, mixed 203 

Diaminobenzidine and hematoxilin) and was carried out in a BOND-III IHQ-ISH 204 

Automated Station (Leica). Primary antibodies used were: CD20 (DAKO M0755 1/50), 205 

CD4 (Leica NCL-L-CD4-368 1/50), CD68 (DAKO M0814 1/1000) and CD8 (DAKO 206 

M7103 1/19). Primary antibodies were diluted in Primary Antibody Diluent, (#AR9352, 207 

Leica). For antigen retrieval, Epitope Retrieval Solution 1 (ER1, #AR9961, Leica) and 208 

Epitope Retrieval Solution 2 (ER2, #AR9640, Leica) were used. Specific retrieval 209 

conditions for each marker were ER1 buffer (pH6) fof CD20, CD68 and CD8 and ER2 210 

buffer (pH9 for CD4. Retrieval times were 20 min for CD20 and CD4, 10 min for CD68 211 

and 30 min for CD8. Incubation time was 20 min for all.Visualization was performed 212 

with the BOND Polymer Refine Detection (#DS9800-CN, Leica), which uses 213 

Diaminobenzidine (DAB) as the chromogen to detect the marker and haematoxylin as a 214 

counterstain. Positive staining for each maker was confirmed in parallel using human 215 

tonsil tissue.  216 

Three comparison groups of samples were selected based on the expression of these 217 

markers with a score: Score 0 (<1% of expression), Score 1 (1-10% of expression) and 218 

Score 2 (>10% of expression). Results of the TMB values obtained for each group with 219 

the three assays and information regarding the level of expression of the markers can be 220 

found in Supplemental Table S5.  221 

A Kruskal-Wallis test (non-parametric) test was carried out to evaluate differences in the 222 

TMB values among the groups with different levels of expression of the markers CD20, 223 

CD4, CD8 and CD68. The multiple comparison analysis was performed with a Dunn’s 224 

test. 225 
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SUPPLEMENTAL FIGURES AND TABLES 269 

 270 

Supplemental Figure S1. Flowchart of the project 271 

 272 

Supplemental Figure S2. Side-by-side comparisons of the part of the cohort whose 273 

correlations were made against Foundation One panel (FO; N=52) and the part of 274 

the cohort whose correlations were made against Foundation One CDx (F1CDx; 275 
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N=44). A, B. Linear regression of TMB results obtained with TSO500 versus FO/F1CDx. 276 

C, D. Linear regression of TMB results obtained with OTML compared to those obtained 277 

with FO/F1CDx.  278 

 279 

Supplemental Figure S3. Quantification of the degree of agreement among TMB 280 

determination methods in the group of tumors expressing levels of PD-L1<1%. A-281 

C. Comparison between TSO500 and OTML. D-F. Comparison between Foundation One 282 

(FO) and TSO500; G-I. Comparison between FO and OTML; A,B,D,E,G,H. Bland 283 

Altman plots. C,F,I. Degree of agreement shown by the average difference, standard 284 

deviation, 95% limits of agreement and Concordance Correlation Coefficient. TMB was 285 

calculated as total (synonym plus non-synonym mutations per Megabase of DNA) in a 286 

cohort of N=55 early stage NSCLC tumors with PD-L1<1%. 287 

 288 

Supplemental Figure S4. Quantification of the degree of agreement among TMB 289 

determination methods in the group of tumors expressing levels of PD-L1≥1%. A-290 

C. Comparison between TSO500 and OTML. D-F. Comparison between Foundation One 291 

(FO) and TSO500; G-I. Comparison between FO and OTML; A,B,D,E,G,H. Bland 292 

Altman plots. C,F,I. Degree of agreement shown by the average difference, standard 293 

deviation, 95% limits of agreement and Concordance Correlation Coefficient. TMB was 294 

calculated as total (synonym plus non-synonym mutations per Megabase of DNA) in a 295 

cohort of N=41 early stage NSCLC tumors with PD-L1≥1%. 296 

 297 

 298 

Supplemental Figure S5. Visual distribution of the TMB values obtained with 299 

TSO500 or OTML for samples categorized as TMBmed-lo with Foundation One, using 300 
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different cut-off values. A, B. Samples are selected in the TMBmed-lo category based on 301 

their total TMB data obtained by Foundation One and selected with four different cut-302 

offs: TMBtotal < 10 (A, N=47), < 13 (B, N=62), < 16 (C, N=69) or < 20 (D, N=79) 303 

muts/Mb, respectively. Only samples below the selected threshold with Foundation One 304 

(samples in pink) are additionally plotted in the same graph for TSO500 and OTML, in 305 

order to visualize the distribution of TMBs with the assays under study. TMB values 306 

obtained with TSO500 (green) and OTML (blue) are shown. Several patients that are 307 

categorized as TMBmed-lo using the standard method would have been labelled as TMBhigh 308 

with TSO500 and/or OTML, if keeping the same cutoff value. 309 

 310 

Supplemental Figure S6. Tumor Mutation Burden determined by three NGS panels 311 

versus immune infiltration of CD4+ T cells, CD8+ T cells, CD20+ B cells and CD68+ 312 

macrophages in NSCLC patient samples.  313 

A-D. Immunohistochemical analyses of CD8+ (A), CD4+ (B), CD20+ (C) and CD68+ (D) 314 

immune infiltrates (% of cell infiltrate in the tumor) versus the number of mutations per 315 

megabase evaluated by Foundation One test in N=96 FFPE NSCLC samples. E-H. 316 

Immunohistochemical analyses of CD8+ (E), CD4+ (F), CD20+ (G) and CD68+ (H) 317 

immune infiltrates (% of cell infiltrate in the tumor) versus the number of mutations per 318 

megabase evaluated by TSO500 test in N=96 FFPE NSCLC samples. I-L. 319 

Immunohistochemical analyses of CD8+ (I), CD4+ (J), CD20+ (K) and CD68+ (L) 320 

immune infiltrates (% of cell infiltrate in the tumor) versus the number of mutations per 321 

megabase evaluated by OTML test in N=96 FFPE NSCLC samples 322 

 323 

 324 
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Supplemental Table S1. Sequencing results and TMB determined with the two NGS 325 

panels under study and the reference standard method Foundation One. Comparison of 326 

the obtained results among the three methods (N=96). 327 

Supplemental Table S1-A: TMB determined with TSO500 (N=104) 328 

Supplemental Table S1-B: TMB determined with OTML (N=104) 329 

Supplemental Table S1-C: TMB determined with FO/F1CDx (N=110) 330 

Supplemental Table S1-D: Comparison of the determined TMB among the three methods 331 

with common samples (N=96) 332 

Supplemental Table S1-E: Samples evaluated per assay 333 

Supplemental Table S1-F: Descriptive analysis of the data obtained with the three 334 

methods. 335 

Supplemental Table S1-G: Evaluation of the concordance correlation coefficient (Bland 336 

Altman) 337 

 338 

Supplemental Table S2. TMB determination with the three NGS panels used in different 339 

PD-L1 expressing samples. 340 

Supplemental Table S2-A: Tumor expression of PD-L1 measured by IHC and values of 341 

total TMB calculated with the three panels for each sample. 342 

Supplemental Table S2-B: Comparison of the demographic characteristics among the 343 

groups of patients with different expression of PD-L1 (N=96). 344 

 345 

Supplemental Table S3. Results from reproducibility assays: TMBtotal results obtained 346 

in the inter-institution reproducibility assays.  347 

Supplemental Table S3-A: Reproducibility assay TMB results for TSO500 (N=21) 348 

between Institution 1 and Institution 3. 349 
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Supplemental Table S3-B: Reproducibility assay TMB results for OTML (N=23) between 350 

Institution 1 and Institution 2. 351 

 352 

Supplemental Table S4. ROC (Receiver Operating Characteristic) curves for the 353 

determination of the adjusted cutoff values with TSO500 (P2) and OTML (P3), compared 354 

to fixed values selected for Foundation One (P1) as reference method. 355 

Supplemental Table S4-A: P1(10)P2 – ROC curve of TSO500 for cutoff 10 muts/Mb by 356 

FO 357 

Supplemental Table S4-B: P1(10)P3 – ROC curve of OTML for cutoff 10 muts/Mb by 358 

FO 359 

Supplemental Table S4-C: P1(13)P2 – ROC curve of TSO500 for cutoff 13 muts/Mb by 360 

FO 361 

Supplemental Table S4-D: P1(13)P3 – ROC curve of OTML for cutoff 13 muts/Mb by 362 

FO 363 

Supplemental Table S4-E: P1(16)P2 – ROC curve of TSO500 for cutoff 16 muts/Mb by 364 

FO 365 

Supplemental Table S4-F: P1(16)P3 – ROC curve of OTML for cutoff 16 muts/Mb by 366 

FO 367 

Supplemental Table S4-G: P1(20)P2 – ROC curve of TSO500 for cutoff 20 muts/Mb by 368 

FO 369 

Supplemental Table S4-H: P1(20)P3 – ROC curve of OTML for cutoff 20 muts/Mb by 370 

FO 371 

Supplemental Table S4-I: Differences among ROC curves 372 

Supplemental Table S4-J: Empiric optimal cut-offs for TSO500 and OTML equivalent 373 

to cut-off values of 10, 13, 16 and 20 muts/Mb by FO 374 
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Supplemental Table S4-K: Adjusted cut-offs for TSO500 and OTML equivalent to cut-375 

off values of 10, 13, 16 and 20 muts/Mb by FO with a sensitivity >90% 376 

 377 
Supplemental Table S5. TMB value distribution according to the level of infiltration of 378 

several immune cell subpopulations evaluated by immunohistochemistry. 379 

 380 

Supplemental Table S6. Demographic information of the cohort and its comparative 381 

statistical analysis according to TMB value.  382 

Supplemental Table S6-A: Demographic information of the cohort (N=110 and N=96) 383 

Supplemental Table S6-B: Comparison of the demographic characteristics between the 384 

TMBhigh and TMBmed/low groups of patients, as identified by Foundation One using a 385 

cutoff of 10 muts/Mb (N=96) 386 

 387 

Supplemental Table S7. Characteristics of the NGS panels used in the TMB2 388 

Harmonization study. Technological comparison among TruSight Oncology 500 389 

(TSO500), Oncomine Tumor Mutation Load (OTML) and Foundation One (FO) 390 

 391 

Supplemental Table S8. Quality control and input parameters of library generation with 392 

each of the three NGS methods used for the TMB2 Harmonization study and inter-393 

institution reproducibility assays. 394 

Supplemental Table S8-A: Quality Control parameters and library generation data of 395 

TSO500 (N=104) 396 

Supplemental Table S8-B: Quality Control parameters and library generation data of 397 

OTML (N=104) 398 

Supplemental Table S8-C: Quality Control parameters and library generation data of 399 

FO/F1CDx (N=110) 400 
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Supplemental Table S8-D: Quality control parameters and library generation data of 401 

inter-institutions reproducibility assay for TSO500 (N=21) 402 

Supplemental Table S8-E: Quality control parameters and library generation data of inter-403 

institutions reproducibility assay for OTML (N=23) 404 
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